[Complex apparatus for remote study of external respiration].
A complex set of instruments ensuring telerecording of the basic ventilation and gas exchange values is described. The set provides for the possibility of delivering various gas mixtures to the examinee. The set was mounted, tested and operated with a centrifuge under radial overloads of up to 12Gx. A six-year experience of its operation demonstrated its reliability, accuracy and reproducibility of the results obtained.